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abstract. The aim of this study was to determine the efficacy of a colorimetric pupil light reflex (PLR) device (Melan-100®, U.S.A.) in dogs 
with sudden acquired retinal degeneration syndrome (SARDS; 16 cases), progressive retinal atrophy (PRA; 10 cases) and optic pathway 
disease (6 cases). The colorimetric device detected PLR abnormality in 32, 16 and 9 eyes with SARDS, PRA and optic pathway disease, 
respectively, whereas white light detected PLR abnormality in 1 8, 1 1 and 9 eyes with SARDS, PRA and optic pathway disease, respectively. 
SARDS dogs displayed miosis, while optic pathway disease dogs displayed mydriasis in a blue light examination. Thus, colorimetric PLR 
may be a useful method for determining whether electroretinography (ERG) or magnetic resonance imaging (MR1) should be performed 
for dogs with acute blindness. 
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Ophthalmic disorders causing blindness include sudden 
acquired retinal degeneration syndrome (SARDS), progres- 
sive retinal atrophy (PRA) or optic pathway disease. 

Each of these disorders is described below. The first one, 
SARDS, is an idiopathic disorder that results in rapid and 
irreversible vision loss in affected dogs and is characterized 
by the sudden onset of vision loss due to the complete loss 
of photoreceptor activity. This vision loss is examined by 
non-recordable electroretinography (ERG), and SARDS is 
caused by acute damage to the outer photoreceptor segments 
[12, 17]. Dogs with SARDS are typically mydriatic at rest 
with a diminished pupil light reflex (PLR), and the results 
of a funduscopic examination are unremarkable at the early 
stages of the disease [6, 18]. For diagnosis of SARDS, a triad 
of findings is required: a history of sudden vision loss, nor- 
mal results of a funduscopic examination and extinguished 
retinal activity as determined by ERG [1]. 

The second disease is PRA. By definition, PRA is an in- 
herited, bilateral, progressive degeneration of the retina that 
eventually results in blindness [1]. In general, PRA initially 
manifests as a disease of the photoreceptors and eventu- 
ally involves all the retinal layers. Dogs with PRA are also 
mydriatic at rest with diminished PLR. On ophthalmoscopic 
examination, fundus lesions appear with increased tapetal 
reflectivity, and many breeds may develop fan-shaped stria- 
tions of altered tapetal reflectivity that converge at the disc. 
Concurrently, retinal blood vessels become attenuated. Ab- 
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normalities in ERG amplitude and latency will occur much 
earlier than ophthalmoscopic changes. Late in the course of 
the disease, the ERG is non-recordable. The diagnosis of 
PRA requires night blindness or day blindness, characteristic 
ophthalmoscopic changes, abnormalities in ERG and genetic 
testing for abnormalities. 

The third disease is optic pathway disease. Optic neuritis 
(ON) may be unilateral or bilateral and can involve the optic 
disc or be confined to the retrobulbar nerve. Dogs with bilat- 
eral involvement are blind with dilated pupils that typically 
respond very sluggishly and incompletely to light. The fun- 
dus may be normal if the condition is completely retrobul- 
bar, but the typical appearance is congestion and a swollen 
optic disc with deviation of the retinal blood vessels. Central 
blindness resulting in progressive vision loss has been re- 
ported in association with hydrocephalus, neoplasia of the 
central nervous system and granulomatous meningoenceph- 
alomyelitis (GME) [5, 16]. Intracranial tumors compressing 
the optic chiasm result in total vision loss with complete or 
near-complete loss of PLR [3]. Optic pathway disease result- 
ing in acute blindness is characterized by a normal ERG, 
thereby differentiating it from SARDS. However, additional 
diagnostic tests, such as magnetic resonance imaging (MRI) 
and cerebrospinal fluid analysis, are necessary to obtain a 
definitive diagnosis. 

The technique of PLR detects lesions on the retina and 
optic nerve, and blind dogs with retinal lesions retain PLR 
[7]. For example, blind dogs with non-recordable ERG, such 
as those with SARDS, could retain PLR. A colorimetric PLR 
device (Melan-100®; BioMed Vision Technologies, Ames 
IA, U.S.A.) is used accessorily for diagnosis of some fundus 
disease in dogs. This colorimetric PLR device is based on 
the principle that retinal ganglion cells irradiated with strong 
blue light induce PLR [7]. Light-sensitive cells, such as pho- 
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Table 1 . Clinical data and diagnosis of 32 fundus disease dogs 



No. 


Breed 


Age (year) 


Sex 


OD/OS 


Menace White light 


Red light 


Blue light 


Diagnosis 


1 


Dachshund 


1 0 


SF 


OD 

OS 


± 
± 




± 
± 


SARDS 


2 


Shetland sheepdog 


8 


NM 


OD 
OS 


± 
± 




± 
± 


SARDS 


3 


Miniature schnauzer 


7 


F 


OD 
OS 


+ 
+ 


■ 

± 


+ 
+ 


SARDS 


4 


Dachshund 


6 


NM 


OD 
OS 


+ 
+ 


± 
± 


+ 
+ 


SARDS 


5 


French bulldog 


7 


NM 


OD 
OS 


— 


— 


+ 
+ 


SARDS 


6 


Mix 


1 3 


SF 


OD 
OS 




— 


+ 
+ 


SARDS 


7 


Mix 


10 


SF 


OD 
OS 


■ 


— 


+ 
+ 


SARDS 


8 


Dachshund 


10 


SF 


OD 
OS 


± 
± 


— 


+ 
+ 


SARDS 


9 


Dachshund 


7 


M 


OD 
OS 


+ 
+ 


— 


+ 
+ 


SARDS 


10 


Dachshund 


9 


NM 


OD 
OS 


— — 


— 


+ 
+ 


SARDS 


1 1 


Miniature schnauzer 


10 


NM 


OD 
OS 




— 


+ 
+ 


SARDS 


12 


Dachshund 


1 1 


M 


OD 
OS 


± 


— 


+ 
+ 


SARDS 


1 3 


Lhasa apso 


10 


F 


OD 
OS 


± 
± 


— 


+ 
+ 


SARDS 


14 


Miniature schnauzer 


8 


SF 


OD 
OS 


± 
± 


— 


+ 
+ 


SARDS 


1 5 


Cairn terrier 


9 


NM 


OD 
OS 




— 


+ 
+ 


SARDS 


1 6 


Dachshund 


5 


F 


OD 
OS 


± 
± 




+ 
+ 


SARDS 


17 


Chihuahua 


7 


F 


OD 
OS 






+ 
+ 


PRA 


1 8 


Dachshund 


1 1 


F 


OD 
OS 


± ± 
+ ± 




+ 
+ 


PRA 


19 


Dachshund 


1 


M 


OD 
OS 


+ 
+ 


■ 

± 


+ 
+ 


PRA 


20 


Dachshund 


1 


NM 


OD 
OS 


+ + 
+ + 


+ 
+ 


+ 
+ 


PRA 


21 


Dachshund 


2 


SF 


OD 
OS 


- 


- 


+ 
+ 


PRA 


22 


Dachshund 


4 


M 


OD 
OS 






± 
± 


PRA 


23 


Miniature schnauzer 


9 


SF 


OS 








PRA 


24 


Mix 


10 


M 


OS 


+ 




+ 


PRA 


25 


Dachshund 


9 


SF 


OD 
OS 


± 




+ 
+ 


PRA 


26 


Miniature schnauzer 


13 


NM 


OD 

OS 


+ 
+ 




+ 
+ 


PRA 
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27 


Cavalier King Charles spaniel 


5 


SF 


OD 
OS 


- 


- 


- 


- 


ON 


28 


French bulldog 


2 


F 


OS 










ON 


29 


Pembroke Welsh corgi 


11 


F 


OD 
OS 










Pituitary tumor 


30 


Dachshund 


8 


F 


OD 
OS 










GME 


31 


Beagle 


13 


M 


OD 










Meningioma 



32 Dachshund 11 F „„ Meningioma 



M: Intact male, NM: Neutered male, F: Intact female, SF: Spayed female. OD: Oculus Dexter, OS: Oculus sinister. The Fundus could not be observed, 
because of cataract in No. 23 (OD), No. 24 (OD) and No. 28 (OD). No. 31 (OS) and No. 32 (OD) were normal. 



toreceptors and parts of retinal ganglion cells, exist in the 
retina. These retinal ganglion cells contain a photopigment 
named melanopsin, and melanopsin-containing retinal gan- 
glion cells irradiated with light at a wavelength of 420^440 
nm induce PLR [4, 10, 15]. Therefore, red (630 nm) and blue 
(480 nm) light-emitting diodes (LEDs) with an intensity of 
200 kcd/m 2 are used as stimulation. Normal PLR is induced 
by photoreceptors and melanopsin-containing retinal gan- 
glion cells [8, 9, 11]. A red LED causes a reaction only in the 
photoreceptor, but a blue LED activates both the photorecep- 
tor and the melanopsin-containing retinal ganglion cells. 

The usefulness of colorimetric PLR for SARDS dogs 
has been previously reported [7]. However, the efficacy of 
the use of colorimetric PLR for diagnosing PRA and optic 
pathway disease has not been compared. Additionally, the 
efficacy of the use of colorimetric PLR for diagnosis of 
blindness in dogs with SARDS and those with optic pathway 
disease has also not been compared. Thus, we compared the 
efficacy of the use of colorimetric PLR for healthy dogs with 
SARDS, PRA and optic pathway disease. 

We reviewed cases of SARDS, PRA and optic pathway 
disease in 33 dogs (61 eyes) in which a Melan-100 was used 
at the Animal Medical Center of Nippon Veterinary and Life 
Science University between November 2009 and November 
2011. Medical history and menace response were recorded, 
and measurement of PLR and intraocular pressure, slit lamp 
examination, funduscopic examination and ERG were con- 
ducted for all dogs. The criteria for SARDS are a history 
of sudden vision loss, normal results of a funduscopic ex- 
amination and non-recordable ERG. The criteria for PRA are 
a history of night blindness or day blindness, characteristic 
ophthalmoscopic changes and subnormal or non-recordable 
ERG. The criteria for optic pathway disease are a history 
of vision defect, fundus photograph, normal ERG results 
and abnormal MRI findings within the optic pathway, such 
as in the optic nerve or optic chiasm. The ERG protocol 
was based on the protocol used in a previous study [14]. 
In suspected cases of SARDS and optic pathway disease, 
first, retinal function was examined in ambient light using 
a standard flash (SF). An SF was used with a white -flash 



stimulus intensity of 2-3 cd/m 2 /sec. Second, the light was 
turned off, and retinal function was tested within the first 
few min of dark adaptation using the SF intensity. Finally, 
retinal function was tested again after 5 min of dark adapta- 
tion by using the SF intensity. In suspected cases of PRA, 
first, the rod function was evaluated by the dynamic process 
of dark adaptation every 4 min (at 1, 4, 8, 12, 16 and 20 min). 
Intensity of the white flash stimulus was 2 log units below 
that of the SF. Second, the mixed rod and cone response was 
tested using the SF. Third, cone function was tested using 
the SF after 10 min of light adaptation. Finally, cone flicker 
response was evaluated at a frequency of 30 Hz using SF 
intensity. In the control group, 10 healthy experimental dogs 
(20 eyes) underwent ophthalmological examination (menace 
response, PLR, measurement of intraocular pressure, slit 
lamp examination, funduscopic examination and ERG). 
Dogs in which the fundus was not observed because of a 
cataract were excluded from this study. 

One examiner assessed the PLR using a colorimetric 
device and white light, while the dogs were kept in a sit- 
ting position by animal health technicians. We conformed to 
the Melan-100 instructions regarding its use and evaluation. 
In a dark examination room, we waited for 30 sec in order 
to achieve dark adaptation. Then, we illuminated the right 
eye using the red light from the front and at a distance of 1 
inch for not more than 10 sec and observed changes in the 
pupil diameter using a scale. A pupil diameter of less than 4 
mm was described as +, decreased PLR was described as ±, 
and absence of PLR was described as -. If complete pupil 
constriction was achieved in less than 10 sec, the light source 
could be turned off immediately. We then waited for 30 sec 
so that the eye could readapt, and then, the left eye was il- 
luminated with red light using the same method. Using the 
same procedure, both eyes were examined using blue light 
after 30 sec. 

The 33 dogs with fundus or optic pathway disease (61 
eyes) were evaluated for white light PLR by using a Finoff 
transilluminator (Welch Allyn Inc., Skaneateles, NY, U.S.A.) 
and for red light and blue light PLR by using a Melan-100 
for each disease (SARDS, PRA and optic pathway disease). 
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White light PLR was performed using the same procedure 
as used for colorimetric PLR. The sensitivity and specificity 
of the Melan-100 were calculated using dogs with fundus 
disease and healthy dogs. Statistical analysis of sensitivity, 
specificity, false-positive rate, false-negative rate, positive 
predictive value and negative predictive value were per- 
formed using the SPSS 16.0 software package (SPSS Inc., 
Chicago, IL, U.S.A.). 

The clinical data from dogs with fundus or optic pathway 
disease are shown in Table 1. Miosis was observed in all 
control dogs with white, red and blue light PLR. 

The sensitivity was 96.2%; the specificity was 100%; the 
false -positive rate was 0%; the false -negative rate was 3.8%; 
the positive predictive value was 100%; and the negative 
predictive value was 90.9%. 

Of the 33 dogs included in the study, 16 (32 eyes) were 
diagnosed with SARDS. Breeds that comprised 10% or 
more of the population of SARDS dogs included the dachs- 
hund (44%), miniature schnauzer (19%) and mixed breeds 
(13%). The ages of the dogs at the time of diagnosis ranged 
from 5.5 to 13 years with a median age of 9.4 years at the 
time of diagnosis. Five were spayed females, 3 were intact 
females, 6 were neutered males, and 2 were intact males. 
The instructions for the Melan-100 state that SARDS dogs 
show no PLR response to red light and miosis to blue light. 
The results of 24 eyes of SARDS dogs corresponded to the 
device's instructions, but 8 eyes did not. Four eyes showed 
weak miosis on red light exposure and miosis on blue light 
exposure. The other 4 eyes displayed mydriasis on red light 
exposure and weak miosis on blue light exposure. The device 
detected PLR abnormality in all 32 eyes of SARDS dogs, but 
only 24 eyes (75%) with PLR abnormalities were detected 
on white light exposure. 

Of the 33 dogs included in the study, 10 dogs (18 eyes) 
were diagnosed with PRA. Breeds that comprised 10% or 
more of the population of PRA dogs included the dachshund 
(60%), miniature schnauzer (20%), Chihuahua (10%) and 
mixed breeds (10%). The ages of the dogs at the time of 
diagnosis ranged from 1 year to 13.9 years with a median 
age of 8.3 years at the time of diagnosis. Three were spayed 
females, 2 were intact females, 2 were neutered males, and 3 
were intact males. The instructions for the Melan-100 state 
that PRA dogs show a decreased PLR response to red light 
and miosis to blue light. The reactions from 2 eyes of PRA 
dogs corresponded to the instructions, but 16 eyes did not. 
Two eyes displayed miosis on exposure to red and blue light. 
Eleven eyes displayed mydriasis on exposure to red light, 
and miosis on exposure to blue light. Three eyes displayed 
mydriasis on exposure to red light and weak miosis or my- 
driasis on exposure to blue light. In the 18 eyes with PRA, 
PLR abnormality was detected in 16 eyes (88.9%) by the 
Melan-100 and in 11 eyes (61.1%) on white light exposure. 

Of the 33 dogs included in the study, 6 dogs (9 eyes) were 
diagnosed with optic pathway disease. The only breed that 
comprised 10% or more of the population of optic pathway 
disease dogs was the dachshund (33%). The ages of the dogs 
at the time of diagnosis ranged from 2 year to 13.1 years 
with a median age of 8.3 years at the time of diagnosis. One 



was a spayed female, 4 were intact females, and 1 was an 
intact males. Two dogs had ON, 1 had a pituitary tumor, 1 
had GME, and 2 had meningioma. The instructions for the 
Melan-100 state that dogs with optic pathway disease show 
no PLR response to red or blue light exposure. Our results 
corresponded to these instructions. All eyes with optic path- 
way disease had PLR abnormality as determined by both the 
Melan-100 and white light exposure. 

Use of a Melan-100 as a screening tool might aid in 
the detection of fundus abnormalities, because of its high 
sensitivity (96.2%) and low false -negative rate (0%). The 
device is useful as a diagnostic tool at clinical sites, because 
of its higher positive predictive value (100%) and negative 
predictive value (90.9%). The usefulness of colorimetric 
PLR for SARDS dogs has been reported, and colorimetric 
PLR is useful as a diagnostic aid for PRA and optic pathway 
disease. Although a colorimetric PLR device is useful for 
screening, it is risky to diagnose these abnormalities with 
this method alone. It is necessary to diagnose SARDS, PRA 
and optic pathway disease via funduscopic examination, 
ERG and MRI. 

The results for 24 eyes of SARDS dogs corresponded to 
the device's instructions (75%). In the 8 eyes whose reac- 
tions differed from the instructions, 4 eyes showed weak 
miosis when exposed to red light, but the ERG was non- 
recordable. The other 4 eyes displayed weak miosis on blue 
light exposure. This might indicate an extension of retinal 
degeneration for the retinal ganglion cells. All 32 eyes with 
SARDS had PLR abnormalities detected by the colorimetric 
PLR device, while 24 eyes (75%) had PLR abnormalities 
detected by white light exposure. In a previous report, the 
proportion of PLR abnormalities detected by white light ex- 
posure was 63% in SARDS dogs [13]. These results suggest 
that the colorimetric PLR device is more useful than observ- 
ing white light PLR in the detection of dogs with SARDS. 

The results for 2 eyes of PRA dogs corresponded to the 
instructions (11.1%). In the 16 eyes whose results differed 
from the instructions, 11 displayed mydriasis on exposure 
to red light and miosis on exposure to blue light. Three 
eyes displayed mydriasis on exposure to red light and weak 
miosis or mydriasis on exposure to blue light. Due to pro- 
gression of atrophy, photoreceptors and retinal ganglion 
cells might become damaged and severely degenerated. The 
other 2 eyes displayed normal reactions to red and blue light 
exposure; this dog with PRA showed normal reactions to red 
and blue light exposure and presented a normal fundus, but 
had a history of night blindness and showed subnormal ERG 
results. Atrophy of the retina may not be detected by the 
colorimetric PLR device in the early stages of PRA. In the 
18 eyes diagnosed with PRA, 16 eyes (88.9%) were detected 
with PLR abnormality by the colorimetric PLR device, 
whereas 1 1 eyes (61.1 %) were detected with PLR abnormal- 
ity by white light exposure. These results also suggest that 
the colorimetric PLR device is more useful than observing 
white light PLR in the detection of PRA dogs. 

The results for the dogs diagnosed with optic pathway 
disease corresponded to the instructions in all eyes. Both 
colorimetric and white light PLR detected abnormalities in 
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optic pathway disease dogs. 

White light contains red, green and blue light. Illumina- 
tion with blue light revealed miosis in 1 1 eyes of SARDS 
dogs and 7 eyes of PRA dogs, but white light did not do so. 
The melanopsin-containing retinal ganglion cells responded 
more strongly when strong light was applied [2]. The blue 
light of the Melan-100 has a high intensity, but the white 
light of the Finoff transilluminator has a low intensity. This 
raises the possibility that a contracted pupil was observed 
with blue light, and it was not observed with white light. 

The colorimetric PLR results of SARDS dogs were very 
similar to PRA dogs. Therefore, it is difficult to distinguish 
SARDS and PRA using a colorimetric PLR device. When 
comparing the colorimetric PLR dogs with PRA and optic 
pathway disease, PRA tended to display miosis on exposure 
to blue light, while dogs with optic pathway disease dis- 
played mydriasis on exposure to blue light. However, there 
is a possibility that miosis on exposure to blue light is not 
displayed due to the progress of PRA. Therefore, it might re- 
quire attention to distinguish PRA and optic pathway disease 
using colorimetric PLR device. When comparing the colo- 
rimetric PLR results of SARDS and optic pathway disease 
dogs, SARDS dogs displayed miosis on exposure to blue 
light, while optic pathway disease dogs displayed mydriasis 
on exposure to blue light. 

Our hypothesis was that PLR observed using the colori- 
metric PLR device could distinguish between SARDS and 
optic pathway disease before funduscopic examination and 
ERG could. In dogs with acute blindness, dogs with SARDS 
retain blue light PLR, but dogs with optic pathway disease 
do not. Conducting ERG or MRI for dogs with acute blind- 
ness requires that the dogs be immobilized by sedation or 
general anesthesia. However, colorimetric PLR can be per- 
formed without sedation or general anesthesia. The results of 
colorimetric PLR may provide a useful indication of whether 
ERG or MRI should be performed for dogs with acute blind- 
ness. This study included only 6 dogs with optic pathway 
disease; a higher number of dogs with optic pathway disease 
may have increased the reliability of the study. 
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